High frequency current effects during transurethral resection.
Transurethral resection has been simulated electrically to detect the current pathways and locations of heat production inside the patient. Different electrical behavior was noted with instruments using electrically insulated or metal sheaths. Conductive lubricating jelly should be used with the metal sheath and non-conducting jelly should be used with the insulated sheath.